


















Estimation of Consequences of Untimely Transport 
Service of Shops of the Enterprise 
(текст статьи на англ. яз. – 
English text of the article –  p. 75)
В реальных условиях график транспортного 
обслуживания производственных цехов 
очень часто нарушается, возникают 
межоперационные простои технических 
средств, устройств грузовых фронтов, 
производственных агрегатов и подвижного 
состава. Авторы предлагают перейти 
к адаптивной форме графика организации 
перевозок посредством динамической 
транспортной задачи с задержками 
в сетевой постановке. Основной критерий 
оптимизации –  минимальные транспортно-
производственные расходы. В статье 
представлена методика расчёта стоимостных 
параметров, позволяющая определить 
затраты на компоненты транспортного 
процесса, характерные для металлургического 
комбината. Приведён расчёт стоимостных 
коэффициентов на примере перевозок, 
необходимых доменному цеху.
Ключевые слова: организация перевозок, 
металлургический комбинат, железнодорожный 
транспорт, транспортно-производственные 
расходы, динамическая транспортная задача 
с задержками, стоимостные параметры.
Н а основании результатов исследо-ваний, приведённых в [1, 2], ав-торы пришли к выводу, что до-
биться на производстве снижения транс-
портных расходов и себестоимости гото-
вой продукции можно, отказавшись от 
жёсткого закрепления подвижного соста-
ва за отдельными перевозками, фиксиро-
ванного количества вагонов в подаче, 
времени оборота вагонов, интервала их 
отправления и перейдя к новой форме 
организации внутризаводских перевозок, 
когда перечисленные параметры стано-
вятся управляемыми в оперативном ре-
жиме [2] .
Производство выдвигает достаточно 
жёсткие требования к транспорту, поставки 
должны вестись вовремя и в необходимом 
(требуемом) объёме, подразделения пред-
приятия полностью подчиняют функцио-
нирование транспорта под свои нужды . 
В условиях неравномерности производст-
венных процессов, их неритмичности 
спасают ситуацию лишь гибкая форма 
организации перевозок по контактному 
графику, позволяющему удовлетворять 
потребности цехов с минимальными поте-
рями для транспорта .
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В статье [5] авторы предлагают рассчи-
тывать контактный график в условиях из-
меняющейся во времени загруженности 
станций с помощью имитационной модели 
со встроенным аппаратом управления по-
токами по конечным ритмам . В работе [6] 
систематизируются факторы, влияющие на 
полноту и своевременность удовлетворе-
ния потребности производственных 
подраз делений в перевозках, и предлагает-
ся система приоритетов, на основе которой 
создана математическая модель для опре-
деления очерёдности подач-уборок вагонов 
на фронты погрузки/выгрузки .
В другом случае [7] фигурируют модель 
организации неразветвленных перевозок, 
модель перевозок в группе с общим резер-
вом, модель перевозок в группах с арендой . 
Под арендой понимается динамический 
резерв первого рода [8, с . 22], представляю-
щий собой обмен вагонами между струями 
с обязательным возвратом арендованных 
вагонов под перевозку груза, за которым 
они закреплены .
В основу своей математической модели 
положим динамическую транспортную 
задачу с задержками (ДТЗЗ) в сетевой по-
становке [9, 10], которая относится к зада-
чам линейного программирования . В ра-
ботах зарубежных авторов [11–14] подроб-
но рассмотрены алгоритмы для аналогов 
такого вида . В одном из источников [15] 
описываются классические методы опти-
мизации и предлагается использовать ди-
намическую оптимизацию в теории произ-
водства .
Отмечаются следующие недостатки 
линейного программирования: отсутствие 
зависимости между удельными транспорт-
ными расходами и состоянием подвижно-
го состава (порожнее или гружёное) [16, 
17], неопределённости с оценкой стоимо-
сти транспортировки от цеха-поставщика 
к цеху-потребителю [18] . Разработанная 
авторами методика расчёта стоимостных 
коэффициентов учитывает и позволяет 
устранить эти недостатки .
При применении ДТЗЗ в сетевой поста-
новке потребовалась коррекция методики 
определения стоимости транспортировки 
вагона; стоимости хранения порожнего 
и гружёного вагонов; стоимости нахожде-
ния локомотива вместе с вагонами во вре-
мя подачи/уборки вагонов на фронты по-
грузки/выгрузки, в моменты непосредст-
венно выгрузки/погрузки вагонов, во 
время межоперационных простоев и хра-
нения груза на станции; величины упущен-
ной выгоды поставщиков и потребителей 
вследствие несвое временной подачи по-
рожних или гружёных вагонов .
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) ≠ 0 . При этом время 
движения от цехов-поставщиков до цехов-
потребителей t = ǁt
ij
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 (рис . 2)
( )( ) ( ), Оim jn ij j im ij jnS C A B S S t t t= + + − , (2)
где S
ij 
–  стоимость транспортировки еди-
ницы подвижного состава от i-го цеха-про-
изводителя до j-го цеха-потребителя;
S
j
X –  затраты на хранение единицы под-
вижного состава в течение единицы време-
ни у j-го цеха-потребителя;
S
j
O –  стоимость затрат j-го цеха-потре-
бителя из-за несвоевременного прибытия 
единицы подвижного состава в единицу 
времени;
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) –  план перевозок по сети при 
наличии следующих условий для ограни-
чений: потребления без остатка цехами-
потребителями однократного единовре-
менного объёма производства цехов-по-
ставщиков P(A
im
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Это означает, что для любого момента 
времени спроса на груз сумма предыдущих 
объёмов потребления не должна превы-
шать сумму предыдущих объёмов произ-
водства продукции за время [0; T
0 –  
t
ij
], т . е . 
произведённых раньше рассматриваемого 

















Рис. 1. Преждевременное прибытие груза в пункт назначения.
Рис. 2. Прибытие груза в пункт назначения с опозданием.
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Данные по объёму производства и по-
требления в сутки цехами-поставщиками 
и цехами-потребителями (в вагонах), мо-
менты времени возникновения «предложе-
ния» на груз, спроса на «груз» и их количе-
ство, время движения от цехов-производи-
телей к цехам-поставщикам (в минутах) 
определены для расчёта стоимостных по-
казателей на основе проведённых исследо-
ваний с использованием статистических 
материалов и существующего графика 
организации внутризаводских перевозок 
на металлургическом комбинате . Следует 
отметить, что содержательное значение 
выражения «момент времени возникнове-
ния «предложения» на груз» эквивалентно 
выражению «момент времени спроса на 
порожние вагоны» цехами-поставщиками, 
а момент времени спроса на груз аналогич-
но равносилен моменту времени предло-
жения порожних вагонов потребителями 
поставщикам . То есть очевидно, что про-
изводство и транспорт являются единой 
системой, и взаимовыгодное сотрудниче-
ство между ними пойдёт на пользу обеим 
сторонам .
1 . Определение стоимости перевозки 
порожнего и гружёного вагонов от постав-
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где S
L
 –  затраты на использование локомо-
тивов; S
B 
– затраты на использование ваго-
нов; S
P 
–  затраты на содержание путей, по 
которым осуществляется перевозка; S
G 
– 
стоимость транспортировки груза, находя-
щегося в вагонах; N
B 
–  количество 










 – количество локомотиво-часов, 
необходимых для осуществления перевоз-
ки; e
L 
–  стоимость 1 локомотиво-часа, по 
данным мая 2017 года e
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 –  стоимость 1 вагоно-часа, по дан-
ным мая 2017 года e
B
 = 41,98 руб .; t
ij 
– про-
должительность транспортировки от i-го 












– общие годовые затраты цеха пути 








67094821,32  руб .; L –  общая протяжён-
ность железнодорожных путей комбината, 
L = 510 км; T
P
 –  годовой фонд времени, 
в течение которого производится эксплуа-
тация железнодорожных путей; T
P
 = 8760 
часов; l
ik
 –  протяжённость железнодорож-
ных путей, по которым на i-й станции 
выполняются операции по транспортному 
обслуживанию k-го цеха и по которым 
происходит транспортировка вагонов от 
поставщика до потребителя, км; S
W
 –  сто-
имость содержания 1 км пути в течение 
года, S
W
 = 104382,80 руб .; S
C
 –  стоимость 
содержания стрелочного перевода в тече-
ние года, S
C
 = 9454,02 руб .; n –  количество 








S t , (8)
где q
B 
–  однократный объём перевозки 
(q
B 
принимаем равной грузоподъёмности 
вагона, т); S
H
 –  средняя цена 1 т груза; 
8760 –  количество часов в году .
Следует отметить, что в условиях метал-
лургического предприятия себестоимость 
перевозок 1 тонны груза незначительно 
зависит от дальности транспортировки 
[19] .
2 . Определение стоимости хранения 
порожнего и гружёного вагонов .
Из-за более раннего, чем требует основ-
ное производство, прибытия сырья или 
подвижного состава потребитель несёт 
затраты, связанные со складированием .
При расчёте стоимости хранения одно-
го порожнего/гружёного вагона в единицу 
времени (время хранения примем равным 
1 часу) используем такое понятие, как 
«стоимость груза на колёсах» . Отличие 
только в том, что расчёт стоимости ведётся 
не на годовой объём перевозок, а на объём 
груза одного вагона .
Стоимость грузов «на колёсах» S
Y 
опре-







S ,  (9)
где Q
P
 –  годовой объём перевозок, т; S
H
 – 
средняя цена 1 т груза, тыс . руб .; T
H
 –  сред-
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нее время доставки груза, ч; 8760 –  коли-
чество часов в году .
В предлагаемой методике стоимость хра-
нения гружёного вагона S
G
X на путях станции 
складывается из стоимости груза в вагоне, 
стоимости использования вагона (затрат на 
использование вагона) и затрат на содержа-
ние железнодорожных путей, на которых 
осуществляется хранение грузов в вагонах, 
а стоимость хранения порожнего вагона 
S
P
X –  из стоимости использования подвиж-
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– момент времени m-й выдачи 
груза i-м цехом-производителем; t
jn
– мо-
мент времени n-го возникновения спро-
са j-го цеха-потребителя на груз; q
B
 –  од-
нократный объём перевозок (q
B 
прини-
маем как эквивалент грузоподъёмности 
вагона, т); S
H
 –  средняя цена 1 т груза; 
T
H
 –  среднее время доставки груза; T
Q
 – 
среднее время доставки порожнего ваго-





P –  протяжённость железнодорожных 
путей, на которых на i-й станции проис-
ходит хранение гружёного/порожнего 
вагона, км .
Среднее время доставки груза включает 
в себя затраты на транспортировку груза, 
подачу/уборку вагонов на грузовые фрон-
ты, выгрузку/погрузку составов, межопе-
рационные простои [20] .
3 . Определение стоимости нахождения 
локомотива вместе с гружёными вагонами 
S
LB
G и вместе с порожними вагонами S
LB
P 
во время подачи/уборки вагонов на фрон-
ты погрузки/выгрузки, в моменты выгруз-
ки/погрузки вагонов, во время межопера-
ционных простоев и хранения груза на 
станции ((T
H/Q
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im













Колошниковая пыль В Б полувагон 64
Колошниковая пыль Г Б полувагон 64
Аспирационная пыль В Б полувагон 64
Аспирационная пыль В Б полувагон 64
Коксовые отходы В Б полувагон 61
Отсев агломерата, окатышей В А хоппер 63
Таблица 2
Коэффициент расхода сырья и материалов, выхода готовой продукции и отходов 
производства на 1 т агломерата и кокса [22]
Потребность Выход













Коксик, коксовая мелочь 0,072–0,156
Окалина 0,00–0,03
II . Коксохимический цех
Уголь коксующийся 1,27–1,3 Кокс 1,00
Прочие 0,002–0,004 В том числе:
коксик 0,020
химпродукты 0,053
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Коэффициент расхода сырья и материалов, выхода готовой продукции и отходов 
производства на 1 т чугуна [23]
Груз Откуда (куда) Коэффициент расхода (выхода) груза т/т 
чугуна с полезным объёмом печи
менее 5000 5000 5500
Прибытие
Кокс КХЦ 0,56 0,375 0,37
Агломерат АФ 1,547 1,00 0,837
Руда железная РЖД 0,10 0,055 0,055
Окатыши РЖД 0,15 0,68 0,81
Известняк РЖД 0,055 0,063 0,063
Известь для опрыскивания шлаковозов ЦИО 0,0004 0,0004 0,0004
Песок для заправки желобов на печах РЖД 0,0045 0,001 0,001
Огнеупорные массы:
а) лёточная и футлярная
– кокс КХЦ 0,0007 0,0007 0,0007
– глина РЖД 0,0003 0,0003 0,0003
– шамотный порошок РЖД 0,0004 0,0004 0,0004
– углеродистая добавка РЖД 0,0003 0,0003 0,0003
– масса каменноугольная РЖД 0,0003 0,0003 0,0003
б) для заправки желобов на печах
– карборундовый порошок
РЖД 0,001 0,0005 0,0005
– коксик КХЦ 0,0005 0,0003 0,0003
– пек каменноугольный РЖД 0,0002 0,0001 0,0001









Колошниковая пыль уловленная (60 % от 
общего выноса)
АФ 0,046 0,015 0,015
Отсев мелочи из кокса (6,5 % от веса ски-
пового кокса)
АФ, Б 0,036 0,0244 0,0244
Отсев мелочи из агломерата (5 % от веса) АФ 0,077 0,05 0,042
Отсев мелочи из окатышей (2 % от веса) АФ 0,003 0,014 0,016
Потери чугуна в скрап у печи СРБ 0,0105 0,0095 0,0095
Мусор О 0,0086 0,0041 0,004
Принятые обозначения: АФ –  агломерационная фабрика, Б –  блюминг, ККЦ –  кислородно-конвертерный 
цех, КХЦ –  коксохимический цех, О –  отвал, РМ –  разливочная машина, СРБ –  скрапоразделочная база, 
УГГ –  установки гидрожелобной грануляции, УЛФЩ –  установки по производству литого фракциони-
рованного щебня, УФЩК –  установки по производству литого фракционированного щебня из ковшевых 
остатков, УШП –  установки по производству шлаковой пемзы, ЦИ –  цех изложниц, ЦИО –  цех известко-
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 –  среднее время доставки груза; 
T
Q
 –  среднее время доставки порожнего 
вагона; t
ij
 –  продолжительность транспор-
тировки от i-го поставщика к j-му потре-
бителю .
В тех случаях, когда локомотив нахо-
дится с вагонами в течение времени 
((T
H/Q




 –  t
im
 –  t
ij
)), составляющие 
(12) или (13) добавляются в стоимость 
хранения порожнего/гружёного вагона 
в единицу времени .
4 . Определение упущенной выгоды 
поставщиков и потребителей вследствие 
несвоевременной подачи порожних или 
гружёных вагонов .
Необходимо рассчитать потенциальные 
убытки, возможные потери потребителя из-за 
опоздания груза, поставщика –  из-за отсутст-
вия порожних вагонов под погрузку . Из-за 
опоздания одной единицы груза на единицу 
времени потребитель несёт ущерб SO .
При разработке методики авторы рас-
смотрели два варианта расчёта потенци-
альных убытков .
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1-й вариант . Расчёт стоимости потерь 
продукции от недопоставки одного порож-















 –  грузоподъёмность вагона; k
X/Y 
–  ко-
эффициенты расхода сырья и материалов 
k
X 
и выхода готовой продукции и отходов 
производства k
Y 
на 1 т продукции соответ-
ственно; S
t 
–  стоимость 1 т продукции .
2-й вариант . Расчёт стоимости потерь 
с учётом часового выхода готовой продук-
ции, т . е . сколько продукции было бы про-









 –  часовой выход продукции, q
CH
A = 
1783 т/ч агломерата, q
CH
CH = 394 т/ч чугуна .
РЕЗУЛЬТАТЫ ИССЛЕДОВАНИЯ
На примере группы перевозок, необхо-
димых для транспортного обслуживания 




хранения SX, стоимость опоздания SO по-
рожнего/гружёного вагона в единицу вре-
мени; стоимость нахождения локомотива 
вместе с гружёными или порожними ваго-





Для осуществления расчёта примем, что 
стоимость колошниковой и аспирацион-
ной пыли составляет 5–8 % от себестоимо-
сти чугуна, а коксовой мелочи –  8–10 % 
себестоимости кокса [21] . Стоимость отсе-
ва агломерата, окатышей будем считать 
равной средней себестоимости агломерата .
Средние цены отечественных произво-
дителей на металлы и сырье без учёта НДС, 
акцизов, транспортных издержек состав-
Таблица 4













































Колошниковая пыль 0,5 1246,89 1÷3 0,5 41,98 9,72 72,99 8,77 685,32 680,93
Колошниковая пыль 1,0 2493,78 1÷3 1,0 83,96 11,22 168,50 17,53 1381,89 1373,12
Аспирационная пыль 0,5 1246,89 2÷6 0,5 83,96 9,72 72,99 17,53 355,34 350,96
Аспирационная пыль 0,5 1246,89 2÷6 0,5 83,96 9,72 72,99 17,53 355,34 350,96
Коксовые отходы 0,5 1246,89 8÷23 0,5 335,84 9,72 72,99 140,38 112,26 103,48
Отсев агломерата, 
окатышей
0,5 1246,89 9÷15 0,5 251,88 9,23 69,31 117,80 140,49 130,67
Таблица 5




X вагонов в единицу времени 
(t
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 –  t
im
 –  t
ij

































Колошниковая пыль 64 1200 27,5 0,36 1426,33 20,5 0,25 885,33
Колошниковая пыль 64 1200 27,0 0,36 1375,58 21,0 0,25 906,33
Аспирационная пыль 64 1200 15,5 0,36 817,36 8,5 0,25 381,57
Аспирационная пыль 64 1200 15,5 0,36 817,36 8,5 0,18 380,52





0,20 680,75 5,0 0,18 233,59
Таблица 6
Определение стоимости нахождения локомотива 









G, руб . S
LB
P, руб .
Колошниковая пыль 27,5 20,5 0,5 67332,06 49875,60
Колошниковая пыль 27,0 21,0 1,0 64838,28 49875,60
Аспирационная пыль 15,5 8,5 0,5 37406,70 19950,24
Аспирационная пыль 15,5 8,5 0,5 37406,70 19950,24
Коксовые отходы 15,5 8,5 0,5 37406,70 19950,24
Отсев агломерата, окатышей 5,67–14,17
(принято 10,5)
5,0 0,5 29925,36 11222,01
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ляют: агломерат железорудный –  2730 руб .1 
за 1 т; чугун передельный –  20 000 руб .2 за 
1 т; кокс –  28 000 руб .1 за 1 т .
Значения коэффициентов расхода сы-
рья k
X
 и коэффициентов выхода отходов 
производства k
Y
 на 1 т продукции указаны 
в таблицах 2 и 3 .
Результаты расчётов представлены 










 –  t
ij
) принято равным нулю . Это означа-
ет, что в случае вынужденного хранения 
грузов на путях железнодорожной станции 
локомотив вместе с вагонами в ожидании 
не участвует .
Представленный расчёт ведётся на до-
менную печь с полезным объёмом менее 
5 000 м3 .
1-й вариант . Результаты расчёта по пер-
вому варианту сведены в таблицу 7, ниже 
по тексту приведены несколько примеров 
с объяснением расчёта . Приведён пример 
расчёта стоимости потерь продукции в свя-
зи с опозданием одного порожнего вагона 
под погрузку колошниковой пыли или 
несвоевременной уборкой одного гружё-
ного ею с железнодорожных путей .
Коэффициент выхода колошниковой 
пыли с 1 т чугуна составляет k
YKP
 = 0,046 
(таблица 3) . Грузоподъёмность q
B
 = 64 т . 
Стоимость 1 т чугуна S
tCH






KPS  руб .
Приведён пример расчёта стоимости 
потерь продукции в связи с опозданием 
одного порожнего вагона под погрузку 
коксовых отходов .
Коэффициент выхода коксовых отходов 
с 1 т чугуна составляет k
YKO
 = 0,036 (табли-
ца 3) . Грузоподъёмность q
B
 = 61 т . Стои-
мость 1 т чугуна S
tCH 






KOS  руб .
Приведён пример расчёта стоимости 
потерь продукции в связи с опозданием 
одного гружёного вагона под выгрузку 
коксовой мелочи на агломерационную 
фабрику .
Коэффициент расхода коксовой ме-
лочи на 1 т агломерата составляет k
XKM 
= 
0,114 (таблица 2) . Грузоподъёмность 
q
B
 = 61 т . Стоимость 1 т агломерата S
tA
 = 






KMS  руб .
2-й вариант . Расчёт стоимости потерь 
относительно однократного выпуска про-
дукции .
Опоздание одного порожнего вагона 
под погрузку колошниковой пыли/аспи-
рационной пыли/отсева агломерата, ока-
тышей/коксовых отходов или несвоевре-
менная уборка одного гружёного ими ва-
гона с железнодорожных путей .
Стоимость 1 т чугуна S
tCH
 = 20000 руб . 
= >SO = 394•20000 = 7880000 руб .
Опоздание одного гружёного вагона под 
выгрузку коксовой мелочи на агломераци-
онную фабрику .
Стоимость 1 т агломерата S
tA
 = 2730 руб . 
= >SO
GKM
 = 1783•2730 = 4867590 руб .
Из двух приведённых вариантов расчёта 
стоимости потерь продукции в связи с не-
своевременной подачей порожнего/гружё-
ного вагона первый вариант с точки зрения 
авторов понятнее и нагляднее .
ВЫВОДЫ
Предложенная методика расчёта 
стои мостных параметров при примене-
нии в комплексе с динамической транс-
портной задачей с задержками в сетевой 
постановке позволит не только соста-
вить оптимальный план перевозок по 
критерию минимума транспортно-про-
Таблица 7
Расчёт стоимости потерь продукции от недопоставки одного порожнего S
G
O / гружёного 
S
P
O вагонов с использованием k
X/Y
 (первый вариант)








O, тыс . руб . 27826,09 41290,32 1460,79 15750,00
S
P
O, тыс . руб . 27826,09 41290,32 33888,89 15750,00
1 Крупнейшая база данных по рынку металлов 
в открытом доступе . [Электронный ресурс]: 
http:// infogeo .ru . Доступ 17 .05 .2017;
2 Интернет-магазин по продаже чугуна и чугунных 
изделий . [Электронный ресурс]: http:// chugun .ru . 
Доступ 17 .05 .2017 . 
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изводственных расходов, но и оценить 
в денежном эквиваленте последствия 
вынужденного нахождения порожних/
гружёных вагонов на путях железнодо-
рожных станций в ожидании грузовых 
операций, несвоевременного прибытия 
порожних/гружёных вагонов на фронты 
погрузки/выгрузки .
Совместное использование матема-
тического аппарата ДТЗЗ и разработан-
ной методики делает возможным учиты-
вать полученные стоимостные коэффи-
циенты не только в статическом состоя-
нии,  но  и  в  динамике расчётного 
периода вычислительного эксперимента . 
Это помогает учитывать и оценивать 
влияние возникающих в процессе транс-
портировки нестандартных ситуаций 
различного рода, срочных, сверхсрочных 
и аварийных ситуаций, скачкообразных 
повышений и уменьшений объёмов про-
изводства цехов предприятия . Аналогич-
но тот же принцип распространяется 
и на величину стоимости хранения гру-
жёного/порожнего вагона, и на величи-
ну стоимости возникающих потерь 
и ущербов цехов-потребителей и цехов-
поставщиков .
Методика является универсальной 
для любого рода промышленных пред-
приятий независимо от характера их 
деятельности . Следует при этом пом-
нить, что размеры упущенной выгоды 
нелинейно зависят от размерности ре-
шаемой задачи, количества цехов-по-
ставщиков и цехов-потребителей, и чем 
крупнее рассматриваемая система, тем 
шире возможности управления и значим 
результат расчёта .
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Background. Based on the results of the studies 
given in [1, 2], the authors came to the conclusion 
that it is possible to achieve reduction in transport 
costs and the cost of finished products in production 
by abandoning the rigid fixing of rolling stock for 
individual transportations, the fixed number of cars in 
the supply, the turnover time of cars, the interval of 
their departure and by developing a new form of 
organization of intra-plant shipments, where these 
parameters become operationally controlled [2].
The production puts forward rather stringent 
requirements for transport, deliveries must be made 
on time and in the necessary (required) volume, the 
enterprise subdivisions fully subordinate the 
functioning of the transport to their own needs. In the 
conditions of uneven production processes, their 
irregularity is saved only by flexible form of organization 
of transportation by the contact schedule, which 
allows to meet the needs of shops with minimal losses 
for transport.
Objective. The objective of the authors is to 
consider consequences of untimely transport service 
of shops of an enterprise and to suggest a flexible 
form of organization of transport services.
Methods. The authors use general scientific and 
engineering methods, mathematical apparatus, 
evaluat ion method,  comparat ive analys is, 




In the article [5], the authors propose to calculate 
the contact graph in conditions of time-varying station 
utilization using a simulation model with a built-in flow 
control device for finite rhythms. In the work [6] the 
factors influencing the completeness and timeliness 
of the satisfaction of the needs of production units in 
transportation are systematized, and a system of 
priorities is proposed, on the basis of which a 
mathematical model is created to determine the 
sequence of delivery/removal of cars to loading/
unloading areas.
In another case [7] there is a model of organization 
of  unbranched transportat ion,  a  model  of 
transportation in a group with a common reserve, a 
model of transportation in groups with lease. A lease 
is understood as a dynamic reserve of the first kind 
[8, p. 22], which is the exchange of cars between jets 
with mandatory return of leased cars for carriage of 
the goods for which they are secured.
The basis of its mathematical model is the 
dynamic transport task with delays (DTTD) in the 
network setting [9, 10], which relates to linear 
programming tasks. In the works of foreign authors 
[11–14] algorithms for analogs of this kind are 
considered in detail. One of the sources [15] 
describes classical optimization methods and 
suggests using dynamic optimization in production 
theory.
The following drawbacks of linear programming 
are noted: the lack of correlation between the specific 
transport costs and the condition of rolling stock 
(empty or laden) [16, 17], uncertainties with estimating 
the cost of transportation from the supplier shop to 
the consumer shop [18]. The methodology for 
calculating the cost coefficients developed by the 
authors takes into account these shortcomings and 
allows to eliminate them.
Applying DTTD in a network setting required a 
correction of the methodology for determining the 
cost of transporting the car; cost of storage of empty 
and loaded cars; the cost of locating the locomotive 
along with the cars during delivery/removal of cars to 
loading/unloading fronts, during unloading/loading 
of cars, during inter-operative downtime and storage 
of cargo at the station; the value of the lost profit of 
suppliers and consumers due to late delivery of empty 
or loaded cars.







)}, 1,i x= , 1, im k= , and the demand 






)}, 1,j y= , 
1, jn l= , where t Z∈ , Z = {1,2,…, T}, ki –  the number of 
deliveries by the i-th producer shop during the 
considered period of time, l
j 
–  the number of cases of 
demand for cargo by the j-th consumer shop, t
im
 –  time 
of the m-th delivery of the goods by the i-th producer 
shop, t
jn
 –  n-th demand of the j-th consumer shop for 












) ≠ 0. The time 
of movement from the supplier shops to the consumer 
shops is known t = ǁt
ij
ǁ, 1,i x= , 1,j y= .





) ⊂  C have been identified with the 
following conditions: absence of transfer of reserves 
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Transport  and production costs for the 
transportation of products are defined as follows:
ESTIMATION OF CONSEQUENCES OF UNTIMELY TRANSPORT SERVICE 
OF SHOPS OF THE ENTERPRISE
Popov, Alexey T., Lipetsk State Technical University, Lipetsk, Russia.
Voronina, Olga V., Lipetsk State Technical University, Lipetsk, Russia. 
ABSTRACT
In real conditions, the schedule of transport 
maintenance of production facilities is very often 
violated, inter-operative downtime of technical 
equipment, of vehicles of cargo loading and unloading 
operations,  production units and rolling stock arises. 
The authors propose to move towards the adaptive 
form of the schedule of organization of transportation 
through a dynamic transport task with delays in the 
network setting. The main criterion for optimization is 
establishing of minimum transport and production 
costs. The article presents a methodology for 
calculating the cost parameters needed to solve the 
task. The methodology allows to determine the cost 
of the components of the transport process, 
characteristic of the metallurgical plant. The calculation 
of cost coefficients is presented using the example of 
transportation required by the blast furnace shop. 
Keywords: transportation organization, metallurgical plant, railway transport, transport and production 
costs, dynamic transportation task with delays, cost parameters.
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 is  cost of transporting a unit of rolling stock 
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This means that for any time of demand for cargo, the 
amount of the previous volumes of consumption should 
not exceed the sum of the previous volumes of 






]; produced earlier than 
the moment of demand for cargo for the period of time 
from the supplier shop to the consumer shop t
ij
.
Methodology for calculating cost indicators
Data on the volume of production and consumption 
per day by supplier shops and consumer shops 
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Pic. 2. Arrival of the goods to the destination with delay.
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(in cars), the times of the emergence of the «supply» 
for cargo, the demand for «cargo» and their number, 
time of movement from the producer shops to the 
supplier shops (in minutes) are defined for calculation 
of cost indicators on the basis of the conducted 
researches with use of statistical materials and the 
existing schedule of the organization of intrafactory 
transportations at a metallurgical works plant. It 
should be noted that the substantial meaning of the 
expression «the moment of the emergence of the 
«supply» for cargo» is equivalent to the expression 
«the moment for the demand for empty cars» by 
supplier shops, and the moment of time for demand 
for cargo is similarly equivalent to the time of supply 
of empty cars to consumers by suppliers. That is, it is 
obvious that production and transport are a unified 
system, and mutually beneficial cooperation between 
them will benefit both sides.
1. Determination of the cost of transportation of 
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where S
L
 –  costs of using locomotives; S
B
– costs of 
using cars; S
P 
–  costs of maintaining tracks, along 
which the transportation is carried out; S
G 
– costs of 
transportation of goods in cars; N
B 











 –  number of locomotive-hours required for 
transportation; e
L 
–  cost of 1 locomotive-hour, 
according to data as of May 2017 e
L












 –  cost of 1 car-hour, according to May 2017 
data e
B
 = 41,98 rub.; t
ij
–duration of transportation from 












– total annual costs of the shop of track for 







 = 67094821,32 rub.; L –  total length of 
railway tracks of the plant, L = 510 km; T
P
 –  annual 
time during which the operation of railways is carried 
out; T
P
 = 8760 hours; l
ik
 –  length of the railway lines, 
for which operations on the transport service of the 
k-th shop are performed at the i-th station and cars 
are transported from the supplier to the customer, 
km; S
W
 –  cost of maintenance of 1 km of a track within 
a year, S
W
 = 104382,80 rub.; S
C
 –  cost of maintenance 
of a switch turnout within a year, S
C
 = 9454,02 rub.; 










–  single volume of transportation (q
B 
is equal 
to the load capacity of the car, t); S
H
 –  average price 
of 1 ton of cargo; 8760 –  the number of hours per year.
It should be noted that in the conditions of a 
metallurgical enterprise, the cost of transporting 1 ton 
of cargo is insignificantly dependent on the 
transportation distance [19].
2. Determination of the cost of storage of empty 
and loaded cars.
In case if raw materials or rolling stock arrive 
earlier than the main products, the consumer bears 
the costs associated with storage.
When calculating the cost of storing one 
empty/loaded car per unit of time (the storage time 
is taken equal to 1 hour) we use such a concept as 
«the cost of cargo on wheels». The only difference 
is that the cost is calculated not for the annual 
volume of transportation, but for the freight volume 
of one car.
The cost of cargo «on wheels» S
Y
 is determined 










 –  annual volume of transportation, t; S
H
 – 
average price of 1 ton of cargo, thousand rubles; 
T
H
 –  average time of delivery of cargo, h; 8760 – 
number of hours per year.
In the proposed methodology, the cost of storing 
the laden car S
G
X on the station’s tracks is made up of 
the cost of cargo in the car, the cost of using the car 
(the costs of using the car) and the costs of maintaining 
the railways where the goods are stored in cars, and 
the cost of storing the empty car S
P
X is made of the 
cost of using the rolling stock and the costs of 
maintaining the tracks.
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–  moment of time of the m-th delivery of 
cargo by the i-th producer shop; t
jn 
–  moment of 
time of the n-ht demand of the j-th consumer shop 
for cargo; q
B
 –  one-time transportation volume 
(q
B 
is equal to the equivalent of load capacity of 
the car, t); S
H
 –  average price of 1 t of cargo; T
H
 – 
average time of cargo delivery; T
Q
 –  average time 
of delivery of the empty car;8760 –  number of 




P –  length of railway tracks 
at which at the i-th station a loaded/empty car is 
stored, km.
The average delivery time includes the cost of 
transporting cargo, delivery/removal of cars to freight 
fronts, unloading/loading of trains, and inter-
operational downtime [20].
3. Determination of the cost of stay of the 
locomotive along with S
LB
G loaded cars and together 
with empty cars S
LB
P during delivery/removal of cars 
to loading/unloading areas, at the time of unloading/
loading of cars, during inter-operational downtime 
and storage of the load at the station ((T
H/Q





 –  t
im













 –  t
im













 –  t
im





 –  average time for delivery of cargo; T
Q
 – 
average time of delivery of an empty car; t
ij
 –  duration 
of transportation from the i-th supplier to the j-th 
consumer.
In cases where the locomotive is with the cars for 
a time ((T
H/Q




 –  t
im
 –  t
ij
)), the components (12) 
or (13) are added to the cost of storing the empty/
loaded car per unit time.
4. Determination of the lost profit of suppliers and 
consumers because of untimely delivery of empty or 
loaded cars.
It is necessary to calculate the potential losses, 
possible losses of the consumer due to late arrival of 
cargo, losses of the supplier  due to the absence of 
empty cars for loading. Due to the late arrival of one 
unit of cargo per unit of time, the consumer suffers 
damage SO.
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In developing the methodology, the authors 
considered two options for calculating potential 
losses.
1st option. Calculation of the cost of production 
losses from the short delivery of one empty/loaded 










=  , (14)
where q
B
 –  load capacity of the car; k
X/Y 
–  coefficients 
of consumption of raw materials and materials k
X 
and 
output of finished products and production waste k
Y 
per 1 t of products, respectively; S
t 
–  cost of 1 ton of 
products.
2nd option. Calculation of the cost of losses, taking 
into account the hourly output of finished products, 
i. e. how many products would be produced per hour, 








 –  production hourly output, q
CH
A = 1783 t/h 
of the agglomerate, q
CH
CH = 394 t/h of cast iron.
Results of the study
At the example of the group of carriages necessary 
for transport service of the blast furnace shop 
(Table 1), we calculate the transportation cost S
ij
, the 
cost of storage SX, the cost of delaying SO of the 
empty/loaded car per unit time; the cost of locating 






For calculation, we assume that the cost of 
sparkling and aspiration dust is 5–8 % of the cost of 
cast iron, coke breeze –  8–10 % of the cost of coke 
[21]. The cost of sintering of the agglomerate, pellets 
will be considered equal to the average cost of the 
agglomerate.
The average prices of domestic producers for 
metals and raw materials excluding VAT, excises, 
transportation costs are as follows: iron ore 
agglomerate –  27301 rub.1 per 1 ton; pig iron – 
20000 rub2. per 1 t; coke –  28000 rub1. per 1 ton.
The values of the raw material consumption 
factors k
X
 and the yield factors for k
Y
 waste products 
per 1 ton of production are indicated in Tables 2 and 3.
The results of the calculations are presented in 





P the term (t
jn





) is assumed to be zero. This means that in case of 
forced storage of goods on the tracks of the railway 
station, the locomotive, along with the cars, does not 
participate in waiting.
The calculation is carried out for a blast furnace 
with a useful volume of less than 5 000 m3.
The 1st option. The results of the calculation for 
the 1st option are summarized in Table 7, below there 
are some examples with an explanation of the 
calculation. The example of calculation of cost of 
losses of production in connection with delay of one 
Table 1
In-plant transportation for maintenance of the blast furnace shop
Name of cargo Departure station Destination station Kind
of a car
Load capacity
of a car, t
Sparkling dust C B gondola car 64
Sparkling dust D B gondola car 64
Aspiration dust C B gondola car 64
Aspiration dust C B gondola car 64
Coke waste C B gondola car 61
Screening of agglomerate, pellets C А hopper 63
Table 2
Coefficient of consumption of raw materials and materials, output of finished products and 
production waste per 1 ton of agglomerate and coke [22]
Needs Output
Raw materials and materials Coefficient of 
consumption per 1 t of 
products k
X
Products and waste of 
production
Coefficient per 1 t of products 
k
Y
I . Agglomeration factory




Coke, coke breeze 0,072–0,156
Ocalin 0,00–0,03
II . Coke oven shop




1 The largest open-access database on the metal market . 
[Electronic resource]: http: //infogeo .ru . Last accessed 
17 .05 .2017;
2 Online shop for the sale of cast iron and cast-iron products . 
[Electronic resource]: http://chugun .ru . Last accessed 
17 .05 .2017 . 
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empty car for loading flue dust or untimely removal of 
one car loaded with it from railway tracks is resulted.
The yield of flue dust from 1 ton of pig iron is k
YKP
 = 
0,046 (Table 3). Load capacity q
B
 = 64 tons. Cost of 
1 ton of cast iron S
tCH





KPS = =  rub.
The example of calculation of cost of losses of 
production in connection with delay of one empty car 
for loading of coke wastes is shown.
The yield of coke wastes with 1 ton of pig iron is 
k
YKO
 = 0,036 (Table 3). Load capacity q
B
 = 61 tons. 
Cost of 1 ton of cast iron S
tCH 





KOS = =  rub.
An example is given of calculating the cost of 
product losses due to the delay of one loaded car for 
unloading of coke breeze into the agglomeration 
factory.
The coefficient of consumption of coke breeze 
per 1 ton of agglomerate is k
XKM 
= 0,114 (Table 2). 
Load capacity q
B
 = 61 tons. Cost of 1 ton of agglomerate 
S
tA





KMS = =  rub.
Table 3
Coefficient of consumption of raw materials and materials, output of finished products and 
production wastes per 1 ton of pig iron [23]
Cargo From (where) Coefficient of consumption (output)
of cargo t/t of cast iron with a useful volume 
of the furnace
less than 5000 5000 5500
Arrival
Coke CCS 0,56 0,375 0,37
Agglomerate AF 1,547 1,00 0,837
Iron ore RZD 0,10 0,055 0,055
Pellets RZD 0,15 0,68 0,81
Limestone RZD 0,055 0,063 0,063
Lime for spraying slag trucks LBS 0,0004 0,0004 0,0004
Sand for refilling gutters on furnaces RZD 0,0045 0,001 0,001
Refractory masses:
a) airframe and case
– coke CCS 0,0007 0,0007 0,0007
– clay RZD 0,0003 0,0003 0,0003
– chamotte powder RZD 0,0004 0,0004 0,0004
– carbon additive RZD 0,0003 0,0003 0,0003
– coal mass RZD 0,0003 0,0003 0,0003
b) for filling gutters on furnaces
– carborundum powder
RZD 0,001 0,0005 0,0005
– coke breeze CCS 0,0005 0,0003 0,0003
– coal peck RZD 0,0002 0,0001 0,0001
– refractory clay RZD 0,0003 0,0001 0,0001
Departure







(60 % of total carry over)
AF 0,046 0,015 0,015
Screening of fines from coke
(6,5 % of weight of skip coke)
AF, B 0,036 0,0244 0,0244
Screening of fines from the agglomerate
(5 % of weight)
AF 0,077 0,05 0,042
Screening of fines from pellets
(2 % of weight)
АF 0,003 0,014 0,016
Loss of cast iron in scrap at the furnace SRB 0,0105 0,0095 0,0095
Garbage D 0,0086 0,0041 0,004
Accepted designations: AF –  agglomeration factory, B –  blooming, OCS –  oxygen converter shop, CCS –  coke 
chemical shop, D –  dump, FM –  filling machine, SRB –  scrap base, HGG –  hydro-granulation plants, PCFCH –  
plants for casting fractionated crushed stone, PFSC –  plants for the production of cast fractionated crushed stone 
from bucket residues, PSP –  plants for the production of slag pumice, MS –  steel mold shop, LBS –  lime-burning 
shop, AFS –  arc furnace shop . 
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The 2nd option. Calculation of the cost of losses 
relative to a single output.
Delay of one empty car for loading flue dust/
aspiration dust/screening of agglomerate, pellets/coke 
waste or untimely removal of one loaded car from the 
railway tracks is shown below.
The cost of 1 ton of cast iron S
tCH
 = 20000 rub. => 
SO = 394•20000 = 7880000 rub.
Delay of one loaded car for unloading of coke breeze 
into the agglomeration factory.
The cost of 1 t of agglomerate S
tA
 = 2730 rub. => 
S
GKM
O = 1783•2730 = 4867590 rub.
Of two options for calculating the cost of 
product losses due to late delivery of an empty/
loaded car, the first option is clearer from the 
authors’ point of view.
Conclusions. The proposed methodology for 
calculating cost parameters when used in conjunction 
with a dynamic transport task with delays in the network 
setting will not only make up the optimal transportation 
plan by the criterion of the minimum of transport and 
production costs, but will also estimate, in monetary 
terms, the consequences of the forced stay of empty/
loaded cars on the tracks of railway stations in 
anticipation of cargo operations, untimely arrival of 
empty/loaded cars to the loading/unloading front.
The joint use of the mathematical apparatus of DTTD 
and the developed methodology makes it possible to take 
Table 4
Calculation of the cost of transporting one loaded S
ij













































Flue dust 0,5 1246,89 1÷3 0,5 41,98 9,72 72,99 8,77 685,32 680,93
Flue dust 1,0 2493,78 1÷3 1,0 83,96 11,22 168,50 17,53 1381,89 1373,12
Aspiration 
dust
0,5 1246,89 2÷6 0,5 83,96 9,72 72,99 17,53 355,34 350,96
Aspiration 
dust
0,5 1246,89 2÷6 0,5 83,96 9,72 72,99 17,53 355,34 350,96




0,5 1246,89 9÷15 0,5 251,88 9,23 69,31 117,80 140,49 130,67
Table 5
Calculation of the cost of storage of empty S
P
X and loaded S
G
X cars per unit time 
(t
jn
 –  t
im
 –  t
ij
 = 1 h)
































Flue dust 64 1200 27,5 0,36 1426,33 20,5 0,25 885,33
Flue dust 64 1200 27,0 0,36 1375,58 21,0 0,25 906,33
Aspiration dust 64 1200 15,5 0,36 817,36 8,5 0,25 381,57
Aspiration dust 64 1200 15,5 0,36 817,36 8,5 0,18 380,52
Coke waste 61 2520 15,5 0,37 958,00 8,5 0,18 380,52





0,20 680,75 5,0 0,18 233,59
Table 6
Determining the cost of locating the locomotive together with loaded/empty cars








G, rub . S
LB
P, rub .
Flue dust 27,5 20,5 0,5 67332,06 49875,60
Flue dust 27,0 21,0 1,0 64838,28 49875,60
Aspiration dust 15,5 8,5 0,5 37406,70 19950,24
Aspiration dust 15,5 8,5 0,5 37406,70 19950,24
Coke waste 15,5 8,5 0,5 37406,70 19950,24
Screening of agglomerate, pellets 5,67–14,17
(accepted as 10,5)
5,0 0,5 29925,36 11222,01
Table 7
Calculation of the cost of product losses from short delivery of one empty S
G






Name of cargo Flue dust Aspiration dust Coke waste Screening of agglomerate, pellets
S
G
O, thous . rub . 27826,09 41290,32 1460,79 15750,00
S
P
O, thous . rub . 27826,09 41290,32 33888,89 15750,00
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into account the obtained cost coefficients not only in the 
static state, but also in the dynamics of the computational 
period of the computational experiment. This helps to 
take into account and evaluate the impact of non-
standard situations arising in the process of transportation 
of various kinds, urgent, extra-urgent and emergency 
situations, intermittent increases and decreases in the 
volume of production of the shops. Similarly, the same 
principle applies to the value of the cost of storing a 
loaded/empty car, and the value of the resulting losses 
and damages of the consumer shops and supplier shops.
The methodology is universal for any kind of 
industrial enterprises, regardless of the nature of their 
activities. It should be remembered here that the size of 
the lost profit is nonlinearly dependent on the dimension 
of the problem being solved, the number of supplier 
shops and consumer shops, and the larger is the system 
in question, the wider are the management capabilities 
and the more significant is the calculation result.
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